[Management of inappropriate shocks/T-wave-oversensing in S-ICD®-patients].
Inappropriate shocks are a feared complication after implantable cardioverter-defibrillator (ICD) implantation and have a tremendous impact on quality of life. Inappropriate shocks in patients with subcutaneous ICD (S-ICD®, Boston Scientific, Marlborough, MA, USA) have various underlying causes. This review summarizes the current literature on this topic and lists possible treatment options.